Evaluation of bremsstrahlung spectra generated by a 4-MeV linear accelerator.
A modified method for the evaluation of bremsstrahlung spectra on the basis of transmission measurements is presented. The method is tested for two 4 MeV therapy accelerators. The calculated spectra are compared with other experimental results and Monte Carlo simulation.